Background
Methodology/Principal Findings
The objective of the present study was to evaluate the use of MALDI-TOF MS to identify tick species, and to determine the presence of rickettsia pathogens in the infected Ticks. Rhipicephalus sanguineus and Dermacentor marginatus Ticks infected or not by R. conorii conorii or R. slovaca, respectively, were used as experimental models. The MS profiles generated from protein extracts prepared from tick legs exhibited mass peaks that distinguished the infected and uninfected Ticks, and successfully discriminated the Rickettsia spp. A blind test was performed using Ticks that were laboratory-reared, collected in the field or removed from patients and infected or not by Rickettsia spp. A query against our inlab arthropod MS reference database revealed that the species and infection status of all Ticks were correctly identified at the species and infection status levels.
Conclusions/Significance
Taken together, the present work demonstrates the utility of MALDI-TOF MS for a dual identification of tick species and intracellular bacteria. Therefore, MALDI-TOF MS is a relevant tool for the accurate detection of Rickettsia spp in Ticks for both field monitoring and entomological diagnosis. The present work offers new perspectives for the monitoring of other vector borne diseases that present public health concerns.
Introduction
Ticks are obligate hematophagous arthropods that parasitize vertebrates in almost all regions of the world and are currently considered to be the second-most important vectors of human infectious diseases worldwide, after mosquitoes [1] . Tick-borne rickettsioses are caused by obligate intracellular bacteria belonging to the spotted fever group of the genus Rickettsia. These zoonoses are among the oldest known vector-borne diseases, and include Mediterranean spotted fever, which is caused by Rickettsia conorii conorii and transmitted by the brown dog tick Rhipicephalus sanguineus. Additionally they include most of the emerging tick-borne diseases such as the infection caused by R. slovaca which is transmitted by Dermacentor spp [1, 2] .
When removing an attached tick from the human body, patients and physicians may have two questions: 1) is the tick a known vector of human infectious disease, and 2) is the tick infected by a pathogenic agent? Identifying the species of the tick may alert the physician to the diseases that may appear, and knowledge of the infectious status of the tick is a key to evaluating the risk of disease transmission. Both pieces of information, if obtained quickly may be clinically helpful, particularly with regard to decisions about the use of antibiotic prophylactic treatment to prevent tick-borne diseases.
The routine method of identifying Ticks has traditionally been morphological identification using taxonomic keys, entomological expertise and specific documentation [1] . In the past decade, molecular tools have been developed to identify Ticks but these techniques also have their limitations including the selection of ideal primers, the requirement for technically timeconsuming and expensive of PCR assays, and the availability of gene sequences in GenBank [1, 3] . More recently, we implemented the use of Matrix Assisted Laser Desorption/Ionization Time-of-Flight Mass Spectrometry (MALDI-TOF MS) in our laboratory as an effective tool to rapidly identify arthropods including Ticks [4] [5] [6] [7] . Furthermore, with the creation of a database of reference spectra MALDI-TOF MS profiling of tick leg protein extracts will allow the rapid, cost-effective and accurate identification of Ticks.
For the detection and identification of Rickettsia species in infected Ticks, the most widely available tools remain molecular methods [1] , and several Rickettsia DNA sequences can be detected and precisely identified in Ticks by different PCR methods [1] . However, to date, no system allows for the rapid and accurate identification of both the tick species and the Rickettsia spp that the Ticks harbor. Although the MALDI-TOF MS approach has emerged as a routine method for the identification and classification of bacteria for clinical diagnostics [8] , no reference spectrum is available for the identification of intra-cellular Rickettsia in the commercial reference spectra database.
The aim of the present study was to determine whether it is possible, to simultaneously identify the tick species and the presence of an associated intra-cellular pathogen in a single assay. To test this, Rh. sanguineus and D. marginatus Ticks that were infected or not, by R. c. conorii or R. slovaca, respectively, were used as experimental models.
Materials and Methods

Ticks
Adult laboratory-reared Rh. sanguineus (n = 15) and D. marginatus (n = 20) were used, including rickettsia free specimens and specimens infected by R. c. conorii and R. slovaca respectively. Rh sanguineus were collected in France and Algeria and maintained at the URMITE laboratory. The Rh. sanguineus infected by R. c. conorii were obtained from specimens collected in the field, which were initially infected naturally by R. c. conorii. The vertical transmission of the Rickettsia in these Ticks during their laboratory rearing maintained the presence of R. c. conorii in this colony from generations to generation [9] . The presence of R. c. conorii was regularly confirmed by molecular biological analyses. The laboratory specimens were reared in an environmental incubator (19°C for D. marginatus and 25°C for Rh sanguineus with a relative humidity of 80-90%) and successive generations were obtained by allowing the Ticks to feed on rabbits as previously described [10] . The Ticks infected by Rickettsia spp were maintained in a biosafety level 3 laboratory (BSL-3). D. marginatus Ticks were also collected on dead wild boars killed by hunters in Southern France in order to obtain specimens infected by R. slovaca (see below). They D. marginatus Ticks were morphologically characterized using standard taxonomic keys [11] . For further analysis, each specimen was placed in 1.5 mL microcentrifuge tubes and immobilized or anesthetized at -20°C for 30 min. Whole Ticks were rinsed once with 70% ethanol for 2 min followed by 2 washes with distillated water. After air-drying, all of the legs were removed and two-to four-legs were used either for DNA extraction or sample preparation for MALDI-TOF MS analysis. Additionally, infected Ticks removed from patients including 2 specimens of Rh. sanguineus infected with R. c. conorii, 1 specimen of Rh. sanguineus infected with R. massiliae and 1 specimen of D. marginatus infected with R. slovaca were used. The presence of Rickettsia spp was previously confirmed by qPCR [4] .
Rickettsia culture and purification
All processing of infectious Rickettsia spp was carried out in a BSL 3 laboratory. R. c. conorii (ATCC N°VR613) and R. slovaca (CSUR N°R154) were grown into the cell line L929 (ATCC N°CCL-1) for approximately 7 days (+/-2 days) at 32°C as previously described [12] .]. To purify each Rickettsia strain, the infected L929 cells were centrifuged at 11650x g for 10 min. The pellets were rinsed twice in 30 mL of phosphate-buffered saline (PBS) (BIOMERIEUX/France) and centrifuged again at 11650x g for 10 min. The pellets were harvested in 18 mL of sterile PBS, vortexed, diluted in 12 mL of 2.5% concentrated Trypsin (Gibco 1 ) and incubated at 37°C
for 60 min. The suspensions were vortexed every 15mn and centrifuged at 11650x g for 10 min. This washing step was repeated three times using sterile PBS; the final suspensions were centrifuged and the pellets were collected in 1 mL of PBS. To eliminate the last cellular debris, two filtrations were performed using 5 μm and 0.8 μm filters (Millipore/France). The purity level and the quantification of the Rickettsia strains was evaluated by Gimenez staining [13] to detect residual cellular debris and to determine bacteria concentration. After purification, serial dilutions of each purified strain was performed in PBS and 10μL of each Rickettsia sample was applied to a 18 Well microscope slide (THERMO Cel-Line Diagnostic 6mm well), fixed by heat during 15min at 100°C, and stained by the Gimenez method [13] . Whole cells or cell debris were stained green and bacteria stained red. The purification rate was determined visually based on the absence of green labelling and the presence of red staining reflecting the individual purified bacteria. Bacteria concentration was estimated by counting all the bacteria in 5 different fields by well at two dilutions under microscopy. After purification Rickettsia counting was also performed using flow cytometry (BD Accuri C6). The combination of side scatter (SSC) and forward (FSC) correlates with the cell size and the density of the particles of the sample analyzed. In this manner, a bacterial population can be distinguished according to the differences of its size and density without any fluorescent staining. In addition, flow cytometry allowed us to control for the purity of the bacterial based on the absence of whole cells or cell debris.
Serial dilutions of each purified Rickettsia bacteria strains in PBS buffer were performed to determine the optimal concentration for MALDI-TOF MS analysis. The rickettsial strain suspensions were then either immediately used for MALDI-TOF MS analysis or stored overnight at 4°C before MS analysis.
DNA extraction and PCR detection of Rickettsia
DNA extractions were performed with one or two legs of each tick specimen included in the present study (laboratory and field specimens) using the EZ1 DNA Tissue kit (Qiagen, Hilden, Germany). Rickettsial DNA detection was performed by quantitative PCR using a CFX 96 Real Time System (BIO-RAD, Singapore) and the Eurogentec MasterMix Probe PCR kit (Qiagen, Hilden, Germany) following the manufacturer's instructions. The presence of R. c. conorii and R. slovaca was determined using the primers R_conorii_6967 and R.slo_7128-R, respectively, which target tRNA intergenic spacers as previously described [14, 15] . A negative control (sterile water containing DNA extracted from uninfected Ticks maintained in laboratory colonies) and a positive control using DNA from R. c. conorii or R. slovaca strains were included in each respective test.
Preparation of samples for MALDI-TOF MS analysis
Ticks. Two to four legs of Rickettsia-infected and uninfected Ticks were homogenized manually in 40 μL of 70% formic acid (Sigma, Lyon, France) and 40 μL of 100% acetonitrile (VWR Prolabo) using pellet pestles (Fischer Scientific). All homogenates were centrifuged at 6700 x g for 20 sec and 1 μL of each supernatant was spotted onto a steel target plate (Bruker Daltonics) in quadruplicate. Then, 1 μL of matrix suspension composed of saturated α-Cyano-4-hydroxycinnamic acid (CHCA) (Sigma), 50% acetonitrile, 10% trifluoroacetic acid (Sigma) and HPLC water was directly spotted onto each sample on the target plate. Following the drying of the matrix at room temperature, the target plate was immediately introduced into the MALDI-TOF MS instrument for analysis.
Rickettsia species. For protein extraction from each Rickettsia species, a suspension of 500 μL of purified bacteria was centrifuged for 5 min at 14,000 x g. The supernatant was discarded and the pellet was washed twice in 500 μL of pure water, vortexed and centrifuged for 5 min at 14,000 x g. The pellet was then homogenized with 7.5 μL of 70% formic acid and 7.5 μL acetonitrile; after centrifugation at 14,000 x g for 5 min, 1 μL of supernatant was deposited on the target plate in quadruplicate and overlaid with 1 μL of CHCA matrix buffer.
L929 cell line. Uninfected cells were treated with 0.05% trypsin (1X), counted with KovaSlide and washed twice in 10 mL of PBS; the cells were then centrifuged for 10 min at 262 x g. The pellet was homogenized in 1 mL of buffer to obtain a final concentration of 10 7 cells/mL. After a centrifugation at 14,000 x g for 5 min, 1 μL of the supernatant was deposited on the target plate in quadruplicate and overlaid with 1 μL of CHCA matrix buffer, as described above. The mass spectrometer was calibrated using the Bruker Bacterial Test Standard in the mass range of 2-20 kDa.
Analysis of MS profiles
Protein mass profiles were acquired using a Microflex LT spectrometer (Bruker Daltonics) with Flex Control software (Bruker Daltonics). The spectra were recorded in a linear, positive ion mode with an acceleration voltage of 20 kV, within a mass range of 2,000-20,000 Da. Each spectrum corresponds to an accumulation of 240 laser shots from the same spot in six different positions. To control the loading on the steel target, the matrix quality and the MALDI-TOF apparatus performance, the matrix solution was loaded in duplicate onto each MALDI-TOF plate with or without Bacterial Test Standard (Bruker Protein Calibration Standard I). The spectrum profiles obtained were visualized with Flex analysis v. Comparisons of the mass spectra of tick specimens infected or not by Rickettsia spp MALDI-TOF MS spectra from the leg protein extracts of 9 D. marginatus infected or not by R. slovaca, and 10 Rh. sanguineus infected or not by R. c. conorii were imported into ClinProTools v.2.2 (Bruker Daltonics, Germany) to identify the specific peaks related to the infection status of the tick. The parameters for ClinProTools software analysis were similar to those previously described [4] . An average spectrum was generated for each condition (i.e., tick species infected or not by Rickettsia spp), using the algorithm "average peak list calculation" tool within the range of 2-20 kDa. The detection of discriminating peak masses was performed by comparison of the average spectrum generated between two classes. The Genetic Algorithm (GA) model of the ClinProTools software was then used to automatically display a list of discriminating peak masses. Based on the selected peak masses, the values of Recognition Capability (RC) and Cross Validation (CV) were determined [16, 17] . The presence or absence of each discriminating peak masses generated by the model was verified by the comparison of each peak mass contained in the peak report created for each species, with the total average spectrum created from all the replicates between two classes (i.e., Rickettsia-infected and uninfected) for each tick species. Additionally the peak mass lists of each Rickettsia strain were retrieved from the Flex analysis v.3.3 software.
Blind tests
The accuracy of MALDI-TOF MS for the detection both of the Ticks and pathogens was assessed in a validation step involving a blind test using other tick specimens that were infected or not by Rickettsia spp, including Ticks collected in the field or removed from patients. MALDI-TOF MS spectra from the leg protein extracts of 3 uninfected D. marginatus, 3 D. marginatus infected by R. slovaca, 2 uninfected Rh. sanguineus and 4 Rh. sanguineus infected with R. c. conorii, were used for a blind test (Blind test 1) with 1 to 4 new specimens per species against our laboratory's database of reference spectra for (Database 1). This database includes the leg protein spectra of 6 rickettsia free tick species (Amblyomma variegatum infected by R. africae, Rh. sanguineus, Hyalomma marginatum rufipes, Ixodes ricinus, D. marginatus and D. reticulatus), 30 mosquito species (Anopheles gambiae molecular form M and An. gambiae molecular form S, An. funestus, An. ziemanni, An. arabiensis, An. wellcomei, An. rufipes, An. pharoensis, An. coustani, An. claviger, An. hyrcanus, An. maculipennis, Culex quinquefasciatus, Cx. pipiens, Cx. modestus, Cx. insignis, Cx. neavei, Ae. albopictus, Aedes excrucians, Ae vexans, Ae. rusticus, Ae. dufouri, Ae. cinereus, Ae. fowleri, Ae. aegypti, Ae. caspius, Mansonia uniformis, Orthopodomyia reunionensis, Coquillettidia richiardii and Lutzia tigripes,), and other arthropods including louse (Pediculus humanus corporis), triatomine (Triatoma infestans) and bedbugs (Cimex lectularius), as well as the spectra obtained from the bodies (without the abdomens) of 5 flea species (Ctenocephalides felis, Ct. canis, Archaeopsylla erinacei, Xenopsylla cheopis and Stenoponia tripectinata) [4] [5] [6] [7] . Then, MALDI-TOF MS spectra from uninfected D. marginatus (n = 4), D. marginatus infected by R. slovaca (n = 4), uninfected Rh. sanguineus (n = 4) and Rh. sanguineus infected with R. c. conorii (n = 5) were added to our database; this upgraded database is referred to as Database 2. The same specimens of D. marginatus, D. marginatus infected by R. slovaca, uninfected Rh. sanguineus and Rh. sanguineus infected with R. c. conorii, were tested in a blind test against Database 2 (Blind test 2). Additionally, the spectra from the leg protein extracts of 3 Ticks removed from 3 patients were also tested against Database 2. The presence of Rickettsia spp was previously confirmed by qPCR including 1 specimen of Rh. sanguineus infected with R. c. conorii (Ct = 22), 1 specimen of Rh. sanguineus infected with R. massiliae (Ct = 24), and 1 specimen of D. marginatus infected with R. slovaca (Ct = 19) ( Table 1 ) [4] .
The reliability of the identification was estimated based on the Log Score values (LSVs) exhibited by the MALDI-Biotyper software, between 0 and 3. These LSVs correspond to the degree of homology between the query mass spectra and the reference spectra. An LSV was obtained for each spectrum of the samples tested.
Ethical statement
The maintenance of laboratory colony of Rhipicephalus sanguineus and Dermacentor marginatus Ticks [18] has been approved by the Institutional Animal Care and Use Committee of the Faculty of Medicine at Aix-Marseille University, France. The collection of Dermacentor marginatus Ticks in the field did not involve privately owned, wildlife, national park or other protected areas and endangered or protected species.
Results
Confirmation of rickettsial infection in Ticks
When the legs of 15 Rh. sanguineus specimens including 8 specimens presumably infected with R. c. conorii and 7 Rickettsia-free specimens from the laboratory colony were tested by qPCR, R. c. conorii DNA was detected in 100% (8/8) of the Rh sanguineus legs predicted to be infected by this bacterium, with a mean Ct ± SD value of 28.76 ±3.27 ( Table 1) . As expected, R. c. conorii DNA was not detectable in the Rh. sanguineus Rickettsia-free specimens. When the legs of 12 D. marginatus collected in the field were tested by qPCR, 58% (7/12) of the tick legs tested positive for the presence of R. slovaca with a mean Ct ± SD value of 23.93 ± 5.62 (Table 1) . Additionally, the absence of R. slovaca from the laboratory reared D. marginatus colony was confirmed by quantitative PCR.
Rickettsia culture and purification
Gimenez straining was performed to determine the purity and concentration of each Rickettsia strain (S1A and S1B Fig.) . The absence of green labelling indicated that the purified bacteria samples were free of cells and cell debris. The purity of the samples was confirmed by flow cytometry (BD ACCURI C6 instrument) to detect a homogeneous population of bacteria. Serial dilution of the purified bacteria samples was performed to determine the Rickettsia concentration. Flow cytometry and direct counting on slides by Gimenez labelling led to similar results (S1C and S1D Fig.) . The concentration of each purified strain was of 1.6 x10 7 bacteria /mL and 1.35 × 10 7 bacteria /mL for R. c. conorii and for R. slovaca, respectively (S1E Fig.) for the MALDI-TOF MS analysis.
MALDI-TOF MS spectra
Legs from a total of 19 Rickettsia-infected and 13 uninfected specimens belonging to Rh. sanguineus (n = 17) and D. marginatus (n = 15) were subjected to MALDI-TOF MS analysis (Table 1) . Although one leg of adult tick was sufficient to generate an accurate MS spectra, to increase the rate of identification, at least two adult tick legs should be included in the preparation for mass spectra analyses . Similar MALDI-TOF MS spectra profiles from the leg protein extracts were obtained for each tick species and infectious status. Representative MS profiles with high intensities peaks in the range of 2-20 kDa are presented in Fig. 1 . Using Flex analysis software, the alignment of the leg MALDI-TOF MS spectra of 2 uninfected specimens of R. sanguineus and 2 specimens of Rh. sanguineus infected by R. c. conorii, confirmed the reproducibility of the spectra and also revealed changes in the MS pattern according to the infectious status. Comparable results were obtained from MS spectra of D. marginatus specimens infected or not by R. slovaca. Although several protein peaks were conserved in the spectra from specimens belonging to the same species, modifications of the MS patterns were detectable in Rickettsia-infected specimens compared to uninfected specimens (Fig. 2) . Technical and biological replicates yielded reproducible spectra (Fig. 1) . The spectra of at least 4 specimens of each species (infected and uninfected) were added to our arthropod database (Database 1) in MALDI-Biotyper 3.0, which was designated as Database 2. In parallel, MALDI-TOF MS spectra of each Rickettsia strains were compared to that of the L929 cell line. The alignment of the spectrum profiles of the strains with the cell line using Flex analysis software revealed the absence of peaks with identical masse-to-charge ratios, supporting the conclusion that Rickettsia strains were not contaminated by L929 cell proteins and that the MS spectra corresponded to the Rickettsia strains.
Singularity of the MS patterns according to tick species and infectious status
To determine whether the mass spectra data were suitable for the identification of discriminating peaks (m/z-values) according to the Rickettsia-infectious status, 16 to 20 MS spectra per group were selected for further analysis and loaded into the ClinProTools software. Among the Rh. sanguineus and D. marginatus Ticks that were infected or not, by R. c. conorii or R. slovaca, respectively, 76 spectra from 19 specimens that were selected for the MALDI-Biotyper database were imported into the ClinProTools software. The Genetic Algorithm model displayed the peak masses that discriminate between the Ticks that were infected or not by Rickettsia spp with RC and CV values of 100% for both comparisons. After verification of the peak report in the averaged spectrum of the Rh. sanguineus species, 30 biomarker masses were identified that Detection of Rickettsia spp in Ticks by MALDI-TOF MS could distinguish Rh. sanguineus specimens that were infected or not by R. c. conorii (Table 2 ). Among them, 22 peak masses were observed uniquely in the R. conorii-infected specimens and 8 peak masses were associated with the uninfected Rh. sanguineus specimens ( Table 2 ). To confirm the specificity of several of these discriminant biomarker masses, a comparison of the MSP between Rh. sanguineus infected by R. c. conorii and the purified R. c. conorii strain was performed (Table 2) . Twelve peak masses were common to both samples, and they were localized in the spectra of Rh. sanguineus infected by R. c. conorii using Flex analysis software (Fig. 3A) . Using a comparable strategy for D. marginatus specimens, 35 discriminating peak masses were identified, among which 21 peak masses were specific to spectra from D. marginatus infected by R. slovaca (Table 3) . Moreover, among these 21 specific peak masses, 4 were shared between D. marginatus infected by R. slovaca and the purified R. slovaca strain. These 4 peak masses were localized on the spectra profiles of infected D. marginatus using the Flex analysis software (Fig. 3B) .
Blind tests
A total 15 specimens, including uninfected and Rickettsia-infected Ticks, were queried successively against the MS reference Database 1 and Database 2 (i.e., Database 2 = Database 1 plus the spectra from Rickettsia-infected Ticks). Using Database 1, the blind test yielded 100% correct identification at the species level for the specimens tested irrespective of their infectious status and their origin of collection (i.e., Ticks that were laboratory-reared, collected in the field or removed from patients). The LSVs of the first top-ranking hits against Database 1 varied from 1.756 to 2.449 (Table 1) . Interestingly, the tick specimens infected by Rickettsia spp had lower LSVs than the uninfected specimens. The same specimens were then tested against Database 2, and 100% of the specimens tested possessing a corresponding reference spectrum in Database 2 were correctly identified at the levels of tick species and infectious status (Table 1) . Moreover, with the exception of the Rh. sanguineus specimen infected by R. massiliae, only the LSVs from Rickettsia-infected Ticks were increased, and all of these specimens had an LSV larger than 1.85. Interestingly, no association was observed between the cycle threshold value of qPCR and the LSVs. Although no reference spectrum was included in the database for the Rh. sanguineus specimen infected by R. massiliae, it was correctly identified at the level of the tick species as an uninfected Rh. sanguineus specimen, with an LSV greater than 2.
Discussion
After the demonstration that MALDI-TOF MS profiling is an accurate tool to identify arthropods [19] [20] [21] [22] [23] , including vectors of infectious diseases such as Ticks [4, 24] , the possibility of identifying the presence of microorganisms inside the vectors became evident. Recently, we showed that the MALDI-TOF MS approach could successfully detect and screen Borrelia spp in their soft tick vectors [25] ; the legs of Ticks were used for the dual identification of tick species and the detection of Borrelia relapsing fever [25] . It has also been shown that MALDI-TOF-MS could be employed for the rapid screening of pathogens in tick vectors within the same experiment used for tick identification.
Here, we assess the application of MALDI-TOF MS for the detection of intracellular Rickettsia bacteria and the identification of their respective tick vectors. The present study revealed that the MALDI-TOF MS spectra obtained from two to four tick leg protein extracts were sufficient to accurately identify both the arthropod species and its infectious status. The advantage of performing both of these identifications using only legs is that allows the remaining body parts to be utilized for other analyses. In our study, the infection of Ticks by Rickettsia spp was confirmed by molecular approaches using DNA extracted from the remaining tick legs. In Table 3 . Peak masses distinguishing uninfected and R.slovaca-infected D. marginatus Ticks and the determination of the peak masses shared with a purified R. slovaca strain based on statistical analysis with ClinProTools.
Mass (Da)
D.marginatus uninfected D.marginatus infected by R. slovaca Strain of R. slovaca addition to validation of the tick infectious status, Rickettsia specific quantitative PCR confirmed the dissemination of these bacteria in the tick body including the legs.
To evaluate the consequences of Rickettsia infection on the MS profiles of Ticks, we compared the spectra produced by Rh. sanguineus and D. marginatus Ticks that were, infected or not by R. c. conorii and R. slovaca, respectively. The alignment of the MS profiles from Rh. sanguineus Ticks that were uninfected or infected by R. c. conorii led to incomplete superimposable protein profiles. Similar results were obtained for D. marginatus specimens that were infected or not by R. slovaca. The uniqueness of the MS profiles according to the tick species and infectious status suggests that the detected variations could be attributed to the presence of Rickettsia spp. The analysis of the spectra with ClinProTools revealed the existence of specific discriminating peak masses between infected and uninfected specimens. In total 30 and 35 biomarker mass sets distinguished the uninfected specimens of Rickettsia spp from the infected specimens of D. marginatus and Rh. sanguineus species, respectively. Interestingly, although the majority of the discriminating peaks appeared in the protein profiles of the infected Ticks, some were not maintained. This loss of some peak masses could be detrimental to the level of significant identification (i.e., LSVs) of Ticks at the species level. Effectively, our blind test experiments indicated that the LSVs of the infected specimens were lower than those of the uninfected Ticks when compared with Database 1, which included only uninfected specimens. In the future, it will be necessary to test the infectious status of a specimen of new species prior to including the results in the reference database. Moreover, the addition of MS spectra from specimens infected with pathogens will improve the identification of arthropod species and the pathogens that they carry.
In addition, among the discriminating peak mass sets found in the infected Ticks, few of them were shared with their respective purified Rickettsia strains. These masses could correspond to Rickettsia-specific proteins. Moreover, some discriminating peaks detected uniquely in the Rickettsia-infected Ticks were not present in the spectra peaks of the bacteria strains. These differential peak masses could be attributed either to Rickettsia strains (i.e., variations between laboratory and field strains) [26] or to a response of the Ticks to infection [27] . Complementary experiments are needed to test these hypotheses.
The validity of the databases was established by blind tests using infected and uninfected specimens. A query against Database 2 demonstrated that all the specimens possessing reference spectra in the database were correctly identified at the level of the tick species and the Rickettsia-infectious status. Moreover, 86% (n = 12/14) of these spectra presented LSVs greater than 1.9, which is considered to be reliable score for bacterial species identification [28] . Thus, the spectral variations that are detected following Rickettsia infection are sufficient to avoid cross-recognition between uninfected and infected Ticks. Moreover, the presence of Rickettsia in the Ticks did not mask the protein profiles for unambiguous identification at the species level (e.g., querying the MS spectra against Database 1). These results are in agreement with a previous study showing that these variations do not interfere with species determination [24] . However, the absence of corresponding reference spectra in Database 2 for Rh. sanguineus infected by R. massiliae resulted in an incorrect identification of this sample. It is necessary to complete this database with additional tick species infected by Rickettsia strains.
Conclusions
The present study shows that MALDI-TOF MS can be used to reliably identify tick species infected or not by Rickettsia spp without the use of a molecular method requiring DNA sequence information. It is important to note that no Rickettsia spp spectrum is available in the Bruker reference database and that this is the first analysis of Rickettsia strain by MALDI-TOF MS.
This work also demonstrated that MALDI-TOF MS could be applied for the rapid detection of Rickettsia spp in Ticks removed from patients. The rapid determination of a tick's identity and it infectious status should guide decisions related to specific patient monitoring or the administration of preventive treatment. Additionally, the low consumable costs, minimal time required for sample preparation and rapid availability of the results of MALDI-TOF MS could be useful for epidemiological studies and the monitoring of tick-borne diseases via the dual identification of vectors and their borne pathogen in one step. The main obstacle to the use of the MALDI-TOF MS approach is the cost of acquiring the machine, but its use is cost effective thereafter [29] . These results also open new doors for the monitoring and management of other vectorborne diseases that are of importance for public health in human and veterinary medicine. For example, it would be advantageous to test whether MALDI-TOF MS, which has been shown to be a relevant tool for the identification of mosquito species [5, 7, 29, 30] , could be useful for detecting the Plasmodium-infectious status of mosquito malaria vectors.
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